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We report on the realization of a high sensitivity RF noise measurement 
scheme to study small current fluctuations of mesoscopic systems at milliKelvin 
temperatures. The setup relies on the combination of an interferometric ampli- 
flcation scheme and a quarter-wave impedance transformer, allowing the mea- 
surement of noise power spectral densities with GHz bandwidth up to flve orders 
of magnitude below the amplifler noise floor. We simultaneously measure the 
high frequency conductance of the sample by derivating a portion of the signal 
to a microwave homodyne detection. We describe the principle of the setup, 
as well as its implementation and calibration. Finally, we show that our setup 
allows to fully characterize a subnanosecond on-demand single electron source. 
More generally, its sensitivity and bandwidth make it suitable for applications 
manipulating single charges at GHz frequencies. 

I. INTRODUCTION 

Many informations on electronic properties of mesoscopic systems have been obtained 
through studies of electronic noisd^. Measurements of small current fluctuations (typi- 
cally a few 10'"^^ / H z) at low frequency have put into light spectacular phenomena in 
mesoscopic conductors, such as the suppression of shot nois^^ which demonstrates that 
the Pauli exclusion principle correlates the flow of electrons participating in mesoscopic cur- 
rents, or the fractional charge in 2D electron system^^. Low frequency noise measurements 
have since become common experimental techniqued^^. Comparatively, studies of current 
fluctuations at microwave frequencieJ^^'"'^^'^^'^ are much less widespread. However, high fre- 
quency noise is highly relevant to probe basic phenomena such as electron/photon statistics 
in quantum conductor d^^ * ^^! , and will prove useful to characterize systems manipulating single 
electrons at GHz frequencie d^^ * ^^ *. In this context, the small magnitude of current fluctua- 
tions, typically Si oc e^f ~ 2.5 x lO^^^A^/Hz at / = IGHz, makes its measurement very 
challenging, especially as fast single charge detection suffers a mismatch problem between 
the high impedance {Z oc /i/e^ ~ 26kQ) of quantum sources and the low (50i7) impedance 
of microwave ampliflers. This can hardly be overcome in broadband high-frequency exper- 
iments and strongly alters the current noise power resolution (by typically flve orders of 
magnitude), which can only be recovered by increasing the measuring time. A standard RF 
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noise measurement method consists in integrating the noise power spectral density over a 
finite bandwidth using square law detectors (see Fig. [2^). One has to take into account the 
noise of the first amplifier in the setup, which is usually significantly larger than the noise 
of the sample. The resolution is limited by the integration time, which becomes very large 
and may eventually exceed the timescale over which the amplification gain can vary, thus 
making the measurement method less reliable. 

In this paper, we present a highly sensitive, wideband microwave frequency noise mea- 
surement technique with a current noise resolution lying an order of magnitude below the e^f 
threshold. We have used the implemented setup to study the current fiuctuations emitted by 
a single electron sourc#^'^, which consists of a mesoscopic capacitoi^^^l driven at microwave 
frequencies. The coupling between the source and the amplifiers is first increased by using 
a broad-band 120^2 to 50f2 quarter-wave impedance transformer. The signal is then ampli- 
fied with a phase-modulated double balanced amplifier. This setup allows a highly stable 
amplification on a broad bandwidth (1.2 — 1.8GHz) of very low signals emitted at the base 
temperature of a dilution refrigerator. 

In the first part of the article, we recall the principle of the modulated double balanced 
amplifier, and its advantages compared to a direct amplification technique. We also describe 
its implementation, including a microwave homodyne detection of the conductance, inside 
an Oxford Kelvinox 400 dilution refrigerator, as well as its calibration using Johnson noise 
thermometry. In the second part, we describe the impedance transformer and its realiza- 
tion inside a sample holder connected to the mixing chamber of the dilution refrigerator. 
We finally present a typical operation of the whole setup, demonstrating a stability of the 
measurement over more than 40 hours and a sensitivity of about 2 x 10^'^^ / H z / y/Wz 
(1.15 X 10~'^^A'^/Hz in a 5 minutes integration time). 



II. MODULATED DOUBLE BALANCED AMPLIFIER 

In this section, we present the amplification technique used in our setup. We first describe 
its principle (Fig. [T]) and discuss its expected signal-to-noise ratio. We then present the 
complete apparatus (Fig. [3]). 



A. Principle of the setup 
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FIG. 1. Principle of the modulated double balanced amplifier setup. The setup measures the 
difference between the two input noise powers, with a ±1 factor given by the modulation. 



We use a modulated double balanced amplifier scheme (see Fig. [T| to amplify the noise 
of the sample. The balanced amplifiei® is widely used in cellular phone applications as 
well as in astrophysics, for downconverted millimeter radiation in recent Cosmic Microwaves 
Background detectiorP^, and particle physics to detect halo axiond^^l; it can be seen as the 
microwave analog of a Mach-Zehnder interferometer. Its key elements are the 90-degrees 
hybrid coupler^, which act as the beam splitters in the interferometer. When the gains 
and phases acquired in both arms of the interferometer are equals, the signal in the first 
input IN (resp. second input ISO) of the interferometer is amplified and entirely transmit- 
ted to the second output 90° (resp. first output 0°). On the other hand, the noise of each 
amplifier in the inner arms is evenly distributed between the two outputs of the interfer- 
ometer. As a result, when one measures the difference between the interferometer's output 
powers, the noise of the amplifiers vanishes and only the difference between the two input 



signals powers remains. In addition, when a vr-phase modulator is inserted in one arm inside 
the interferometer, one can alternatively swap the interferometer's outputs for the signal, 
hence alternatively change the sign of the difference between the two input signals powers 
while leaving the noise of the amplifiers unchanged. This allows to completely remove the 
amplifiers noise in a lock-in detection. 

The 90° hybrid coupler is a four ports microwave component with a S-parameters matrix 
S between the complex amplitude of its two inputs {IN, ISO) and its two outputs (0°, 90°) 
given by: 



Each one of the two inner arms of the interferometer includes an amplifier with a gain 
Qi and a noise Ni. The gain gi includes the phase difference acquired by the signal over the 
arm length. The left arm also includes a vr-phase modulator, which multiplies the signal by 
a factor ±1 according to the sign of the driving voltage. When the driving voltage is a low- 
frequency square (here, 2.7kIIz), the signal in the left arm Uib periodically switches between 
ULb and —Uib- The output signals of the interferometer, obtained after recombination of 
the left arm and right arm's signals on the second hybrid coupler, are filtered and applied 
to two square law detectors which measure the average power with an integration time of 
0.1/is. Finally, the measured difference between the two output powers is averaged over a 
long time Tq to achieve the requested noise power resolution. Let us first consider that the 
ISO input signal U2 is zero. We will show that since the setup is symmetric for the two 
inputs, one can easily deduce the result for two finite input signals. When the JiV-input 
monochromatic signal with a complex amplitude f/i is split by the first hybrid coupler, Eq. 
<Q gives: 



Here, Uia (resp. Una) is the complex amplitude of the signal in the left (resp. right) inner 
arm of the interferometer, before amplification. After amplification, the signals become: 




(1) 




(2) 
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Urn = ^9rUi + Nr 

The ±1 factor in Uib is given by the vr-phase modulator. The signals are then recombined 
on the second hybrid coupler: 



Uout,R = ^ {^,{±9l + 9r)Ui ± zNl + Nr) 

When the interferometer is perfectly balanced, the gains and phase differences across the 
inner arms are equal, giving Ql = Qr = 9- The prefactor of Ui in Uout,L (resp. Uout,R) 
is then equal to g{±l — l)/2 (resp. (7(±1 + l)/2): the signal is entirely transmitted to 
only one output at a time, and periodically switched between the two outputs. The square 
law detectors measure the average power of the filtered signals Vi oc \Uout,i\'^ over the filter 
bandwidth A/: 



lvL = f (¥(±1 - ^y\Ui? + \Nl? + \Nr\^) 

1 ^ = f (¥(±1 + 1) W + W + WrF) 

ai is the power to voltage conversion factor of the quadratic detectors; it includes amplifica- 
tion/attenuation factors in the output arms of the setup. Eq. ([s]) assumes that f/i, Nl and 
Nr are independent, so that all correlation terms such as UiN^, UINr or N^Nr vanish. As 
Nl and Nr have equal contributions in both outputs, they vanish in the final subtraction 
Vl — Vr if ai = a2 = a. This gives: 



Vmeas = Ta\g\^\Ui\^ (6) 

The measured output voltage is therefore a square signal, with a frequency / = 2.7kHz 
and an amplitude Vmeas = C(\g\'^\Ui\'^, that can be detected with conventional lock- in mea- 
surement techniques so as to make the measurement insensitive to low-frequency variations 
of the amplification parameters, thus greatly enhancing the stability of the device. The 
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contribution of a signal U2 on the second input ISO of the interferometer can easily be 
included: 

%:;;s = ±a\g\^{W-W) (7) 

One can generalize this formula to non-monochromatic input signals with current power 
spectral densities S'i,2(/), meaning that the result has to be integrated over a finite band- 
width. We finally obtain: 



Vmeas = ±« / P(^2(/) - S^if))df (8) 

Jo 

where xif) is the filter function of each output arm of the device, ideally given by a square 
window with a bandwidth A/ and equal for both arms. The setup therefore measures the 
difference of the power spectral densities of the two inputs. As described in the next section, 
we connect the first input to the sample output, and the second input to a load with a 
fixed temperature; interestingly, this differential setup can be used to measure the noise 
difference between two samples, or between two distinct ports of the same sample, leading 
to cross-spectrum measurements. 

We shall now discuss the advantages of this setup compared to a direct amplification 
technique, as described in Fig. [2^, where the noise of the sample is directly amplified, 
filtered and measured on a square law detector. For a direct comparison with the amplifiers 
noise temperature, we express the current fluctuations of the input signals Sj in terms of a 
noise temperature Tsj'. 

ZoSj = AknTs, (9) 

where Zq is the load impedance (generally 50Q for microwave circuits), and ks the Boltzmann 
constant. In each case, the sample emits a noise T5, and is connected to the measurement 
load Zq, which itself emits an equilibrium noise T^q. In Fig. [2^, the amplification adds a noise 
T/v <^ Teg (typically, T/v ~ 7K and T^g ~ 30mK) to the signal Ts + T^g-. the measured signal 
is then proportional to the sum Ts + T/v + Teg. In order to extract T5, one usually removes 
T/v + Teg by periodically switching on and off T5 while performing a lock-in detection. In 
this case, the low- frequency output voltage is a square signal with an offset T/v + Teq + T5/2 
and an amplitude T5/2. If the amplifier's noise T/v is Gaussian!^, the signal-to-noise ratio is 
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then equal to {S/N)direct = (Ts / 2Tn )\/ Aftmeas, where A/ is the bandwidth of the filter, and 
tmeas the measurement time. This expression can be compared to the signal-to-noise ratio 
calculated for our setup, see Fig[2]D: the sample and the measurement load are connected 
to the IN input, and a Zq load is connected to the ISO input. The noise temperature 
on the IN input is therefore equal to Ts + T^q, while the noise on the ISO input is equal 
to Teq. Our setup detects the difference between the two input noises, that is ±Ts. The 
low- frequency output voltage is therefore a square signal with an amplitude Ts and no offset. 
The suppression of the noise offset due to the amplifiers greatly enhances the stability of the 
setup, since one is no more sensitive to variations of the amplifiers noise, which are usually 
much larger than the signal T5. This result is illustrated by the graphs in Fig. [2| which 
represent the measured lock-in voltage as a function of time for the direct amplification 
scheme (a) and our setup (b). 

In our setup, the standard deviations of the two amplifier's noises add, while the noise 
offset due to the amplifiers is zero after the final subtraction. The standard deviation of 
the amplification noise in our setup is then \/2 times the fiuctuations of a single amplifier. 
However, since the amplitude of the measured noise in lock-in detection is double in our 
setup, the signal-to-noise ratio is still larger than in the direct amplification scheme, and 
given by: 



(I).., ^ (10) 



For a given signal-to-noise ratio, our setup therefore allows measurements twice as fast 



as a direct amplification technique. However, Eq. (10) stands for a perfectly balanced 
setup. Using the same calculations for a non-balanced setup, we expect the signal-to-noise 
ratio to be diminished by 5% for a 3dB gain difference between the output arms, and the 
measurement time to be increased by 3% for a 10° phase difference between the two inner 
arms. Furthermore, the suppression of the noise offset due to the amplifiers greatly enhances 
stability, since the slow variations of T/v are automatically compensated. 

The modulated double balanced amplifier technique is thus expected to increase the 
stability and sensitivity for high frequency noise measurements, while being relatively robust 
to imperfections in the setup. 
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FIG. 2. a) Direct amplification technique: the signal is amplified, filtered and applied to the square 
law detector, measuring the sum of the noise temperature of the signal and the measurement load 
Ts + Teq and the noise temperature of the amplifier T/v- Below is a schematic representation of 
the measured lock-in voltage as a function of time: the value of the lock-in voltage alternatively 
switches between T^q + T^ and Ts + T^q + T^ ■ The peak-peak amplitude of the detected square 
voltage is equal to Ts- b) Our setup detects and modulates the difference between the two input 
noises Ts+T^q and T^q, that is =F^5- The lock-in voltage is then centered on zero while its peak-peak 
amplitude is equal to 2T5. The standard deviation is however \/2 times larger in our setup. 

B. Implementation and calibration 



The implemented setup is shown in Fig. |3} Two cryogenic amplifiers {MiteQ AFS3- 
02000400-08-CR-4) are used with a noise temperature of about 7K when thermalized at lOK 
in Helium vapor, and an extended bandwidth of 1 — 4GHz; these amplifiers can present a 
noise temperature as low as 3.5K when thermalized in a pumped bath at l.S/d^Sl. Up 
to the dilution refrigerator's outputs, the setup is wired with UT-85 SS semirigid cryogenic 
microwave cables for an optimized thermalization. We also protect the sample from the back- 
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FIG. 3. a) Schematic of the setup, as implemented in our Oxford Kelvinox 400 dilution refrigerator, 
b) and c) Pictures of the room-temperature parts of the setup. 

action noise of the amplifiers using Pamtech LTC 1384K4 cryogenic circulators whose 50fl 
loads are thermalized to the mixing chamber of the dilution fridge to reduce the background 
thermal noise. These optional circulators restrict the bandwidth of the whole setup to 1.2 — 
1.8GHz. The lengths of the inner arms are matched using a phase shifter to tune the length 
of the second arm. 3dB attenuators are regularly placed in between room temperature parts 
of the setup to suppress multiple reflections between the components; the 6dB attenuator 
in the first inner arm is used to balance the gain difference between amplifiers Al and A2. 
We insert a vr-phase modulator {Miteq BMAOIO4LAIMD) in each inner arm to symmetrize 
the insertion losses and phase shifts ( 90°); however, we modulate only the signal in the first 
arm, feeding the first modulator with a 2.7kHz square voltage through a 600Q load while the 
second modulator is fed with a constant current. After recombination on the second hybrid 
coupler, the signals are filtered in the 1.2 — 1.8GHz band. We use a 1.5GHz excitation 
voltage to drive the sample out of equilibrium. This adds a 1.5GHz carrier frequency to 



10 



2 




0° output (+1) I I 

0° output (-1) I 
90° output (+1) I 
90° output (-1) fl- 



1,0 1,2 1,4 1,6 1,i 

Frequency (GHz) 



FIG. 4. a) Phase difference between tlie two inner arms of the device as a function of the frequency. 
The signals of the two arms are measured just before the second hybrid coupler, b) Transmission 
between the input of the refrigerator and the two output arms of the setup (just before the square 
law detectors) for a positive (+1) and negative (—1) DC voltage on the modulator. The 1.5GHz 
carrier is suppressed by more than 60dB. 



the signal, containing informations on the conductance of the sample, as well as a parasitic 
signal. We derive a portion of the signal in the second output arm using a 6dB splitter 
(compensated by a 6dB attenuator in the first output arm) and detect the in-phase and 
out-of-phase parts of the carrier frequency with a homodyne detection. In analogy with 
optics, we use a 90° hybrid coupler as a beam splitter and multiply the 0° and 90° outputs 
by a 1.5GHz local oscillator. The result of the multiplication of the 0° (resp. 90°) output 
yields a zero-frequency part proportional to the in-phase (resp. out-of-phase) part of the 
carrier frequency. When the modulation is turned on, the carrier frequency is switched 
between the two output arms; therefore, the homodyne signals are 2.7kHz square voltages 
switching between zero and a value proportional to the quadrature components of the carrier 
frequency, and are detected with lock-in techniques. In the noise measurement part of the 
setup, the 1.5GHz carrier frequency is removed {—70dB) with 1.5GHz notch filters. The 
noises in the two output arms are subtracted with a NF LI75-A low frequency differential 
amplifier. 

We have tuned the setup to optimize the phase and gain balance in the inner arms, as well 
as the gain balance in the output arms. The latter is done by inserting a variable attenuator, 
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FIG. 5. a) 120J7 — 500 transformer line: the coplanar waveguide is built on a TMMIO substrate 
for low-temperature performance. The width of the center conductor is 0.66mm for the 50il port, 
and 0.075mm for the 120O port, b) and c) Pictures of the 4-microwave ports sample holder. The 
50ri lines and the transformer lines are encased in the four sides of the sample holder, d) Zoom on 
the center part of the sample holder; the size of the sample is 2mm x 2mm. e) Reflection on the 
50r2 port of the two transformer lines as a function of the frequency, measured in liquid nitrogen. 

set to 0(i-B, in the second output arm (the insertion loss of the attenuator compensates the 
gain difference in the arms). In order to characterize the gain and the phase balance, we 
use a vector network analyzer to measure the transmission between the first input of the 
setup with a 90(i-B attenuation, and each one of the two inner arms just before the second 
hybrid coupler (Fig. |4^), or each one of the two output arms just before the square law 
detectors (Fig. |4|3). The second input of the setup is connected to a 50i7 load thermalized 
to the mixing chamber, and the first modulator {modi) is fed with a constant (positive or 
negative) voltage to study both situations. 

The results of the tuning are shown in Fig. |4j The phase balance is achieved within 
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±5° in the 1.2 — 1.8GHz bandwidth, which only degrades the signal-to-noise ratio by a 
few percents. As a result, the test signal is transmitted to only one output, with less 
than 1% of the power transmitted to the other output. This 20dB difference between the 
two transmissions compares favorably with standard isolation values in commercial-grade 
microwave components. The amplification and filtering are identical (to less than IdB) for 
both outputs. The 1.7GHz peak in the phase balance, due to the cryogenic circulators, 
causes a decrease of the transmission difference to ISdi?, which is still within acceptable 
bounds. 

We have calibrated the setup by replacing the thermalized 50f2 load connected to the 
second input with a variable temperature 50f2 load, which acts as a tunable thermal noise 
source. The temperature of the load is measured with a calibrated Ru02 resistance. We 
use a series of SMA connectors to thermically decouple the load from the mixing chamber. 
We obtain a calibration between input temperature difference AT and the amplitude of the 
measured 2.7kHz voltage: Viock-in = 1-37 x 10-^(±5%)AT. 

III. QUARTER- WAVE IMPEDANCE TRANSFORMER 

For given current fluctuations, one can increase the equivalent noise temperature by 
increasing the load impedance Zq in Eq. However, since a vast majority of commercial 
microwave components are 50i7-adapted, one needs to transform the impedance seen by 
the sample from the increased Zq (in our case, Zq = 120Q) to 50Q while keeping a large 
bandwidth. This can be achieved by using a quarter wave impedance transformei^^^'^, which 
consists of a series of coplanar waveguides with gradually changing impedances. Every 
coplanar section has the same length, given by the quarter of the wavelength at center 
frequency. Depending on the series of impedances, one can either optimize the gain flatness 
or the total bandwidth. 

We designed an 8-sections Chebychev (equal ripple) 120^7 — 50i7 transformei'^ (see 
Fig. [5^), allowing a large bandwidth (0.5 — A.hGHz). The 120^7 port is shunted by two 



24QVL NiCr resistors in parallel (see Fig. [5ji) to avoid back-reflection of the noise of the 

measurement setup on the sample connected in parallel to the resistors, thus acting as a 
120f2-adapted current source (we neglect the influence of the sample's impedance, of a few 
Xn). We have taken into account the parasitic capacitances of the resistors (typically 
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FIG. 6. Operation of the device: a) stability of the device for two non-consecutive runs: measured 
noise (hne) and temperature of the IK pot (circles) as a function of time. Noise data for both 
graphs are measured for the same reference gate voltage of the sample Vg^ef- The averaging time 
per point is 10 s for run A, and 20 s for run B. b) datasets obtained after subtraction of noise at 
the reference gate voltage {TsiVgi) — Ts{Vgref{i))) for the first points of both runs (measured at 
different gate voltages). The dataset for run A presents a significantly larger standard deviation 
due to the shorter averaging time per point. 



0.03pF) and the sample ( O.OGpF) by changing the length of each section to optimize the 
transmission of the device. We use a 4 microwave ports geometry for the sample holder; the 
two input ports are 50fi-adapted while each output port includes an impedance transformer. 
Both input and output lines are coplanar waveguides built on a TMMIO substrate, and en- 
cased in a copper sample holder (Fig. ^jp and c) thermalized to the mixing chamber of the 
dilution refrigerator. We have characterized the frequency response of the transformer by 
measuring the reflection of the 120fi port as a function of the frequency (see Fig. [5^). We 
find a reflection of 15dB at 77K, which is comparable to the reflection factors in commercial 
microwave components. This corresponds to a power transmission through the transformer 
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of 97%. The use of the transformer allows to increase the power spectral density of the 
measured signals by a factor 2.4. For a noise temperature of the amplifiers of about IK and 
a 120^2 measurement load, Eq. (10) gives an expected sensitivity of 2 x l^)^"^^ / H z / \/ Hz. 



IV. OPERATION OF THE SETUP 

We combine the effects of the quarter-wave impedance transformer and the modulated 
double-balanced amplifier to increase the signal of our sample, and measure it over extended 
periods of time with a large stability. In a standard noise measurement of a mesoscopic 
sample, one usually measures the noise TsiVg) as a function of the device parameters, which 
can be tuned using one (or more) gate voltage Vg. Since the amplification parameters as 
well as the temperatures of the different stages of the dilution refrigerator can vary over the 
usual averaging times (about 1 hour per point), we perform repeated short measurements 
of the noise for a few (typically 5) gate voltages l^5'i,..,5 and a reference gate voltage Vgref 
which defines the zero of the measured noise. We thus measure the excess noise compared to 
a reference operating point of the sample. Since the measurement device is highly sensitive, 
one has to make sure that the temperature difference between the 120^2 load connected 
to the sample and the load connected to the second input of the interferometer varies as 
slowly as possible. We connect the 120fi load of the second impedance transformer built 
on the sample holder (see Fig. |5|i) to the second input of the interferometer to keep the 
same thermal environment for the two loads, as well as reduce the offset due to the noise 
temperature difference between a 120^2 and a 50i7 load. We also stabilize the temperature 
of the mixing chamber within less than a milliKelvin using the femtopower temperature 
regulation provided with Oxford Kelvinox refrigerators. 

A typical operation of the device is presented in Fig. [6^: we measure the noise for each 
of the 5 gate voltages Tsiygi^,,^^) during a short time (10 s for run A, 20 s for run B). 
We systematically measure the noise for the reference gate voltage TsiVgref) after each gate 
voltage, thus creating a sequence composed of 10 short measurements (Ts{Vgi), Ts{Vgref{i)), 
Ts(yg2), Ts(ygref{2)), and so on), which we repeat a large number of times (621 for run 
A, 403 for run B). The total averaging time for each point is therefore at least ten times 
shorter than the total measurement time; a significant portion (one third for run A) of 
the total measurement time is spent in setting the gate voltage to its different values. We 
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FIG. 7. Average ac current and noise of a single electron source measured by our setup: a) in- 
phase and out-of-phase parts of the average ac current emitted by the source at / = 1.5GHz, as a 
function of the gate voltage Vg controlling the coupling between the dot and the electron gas. In 
this case, the signal (/^ oc e/ ~ 0.25nj4) can easily be measured in less than a second, b) Current 
autocorrelations measured with our setup as a function of Vg. The error bars demonstrate that our 
setup is well-suited for precise measurements of noise spectral densities lower than 4 x W~'^^A^/Hz. 

then remove the long-time variations of the signal due to slow temperature changes in the 
dilution refrigerator (such as the IK pot temperature plotted in Fig. [6^) by calculating the 
difference between the traces obtained for each gate voltage and their respective reference: 
TsiVgi) — Tsiy gref{i))- We finally calculate the mean value of each set of data such as the 
two presented in Fig. [Gjo to obtain the noise, while the sensitivity of the measurement is given 
by the standard error. Fig. |6)d demonstrates a noise temperature resolution Tres of less than 
lO/ifT {i.e. 4.6 x 10^^°A^/ifz) in about 2 hours; this gives a sensitivity s = TresVUnes equal 
to 0.71mK/y/Hz, i.e. 3.3 x IQ-^^ / H z / y/Wz on a 120fi load. This value of the sensitivity 
is larger than the theoretical value; however, one has to consider the fact that the noise values 
are obtained after subtraction of a reference noise, hence multiplying the standard error by 
a factor \/2. The calculated effective sensitivity of the measurement is thus a/2 times larger 
than the sensitivity of the setup, which is then equal to 2.3 x 10^'^^ / Hz/y/Wz. This value 
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is close to the theoretical sensitivity, demonstrating the good implementation of the device, 
and a large enough stability to perform measurements averaged over several hours. 

We finally present an example of the measurements made possible by our setup. We have 
used our setup to fully characterize a single electron source described in Ref.'^ consisting 
of a submicron dot coupled to a 2-dimension electron gas through a tunable barrier. By 
measuring the in-phase and out-of-phase parts of the average ac current (/ = 1.5GHz) 
emitted by a single electron source (Fig. [7^), as well as the current fluctuations in the 
1.2— 1.8GHz bandwidth (Fig.[7]D), we have demonstrated the triggered single charge emission 
by the source^^. The noise data have been obtained in about five days, each data point 
being measured in a total of 40 minutes using the measurement procedure described in the 
beginning of this section. 

V. CONCLUSION 

We have developed a highly sensitive microwave noise measurement setup able to detect 
fluctuations generated at milliKelvin temperatures over a large bandwidth. The sensitivity 
of the implemented setup is close to the theoretical sensitivity, demonstrating its robustness 
to imperfections. The dual-inputs geometry allows comparative noise measurements such as 
schemes involving two different samples, or a multiterminal sample. The setup can also be 
modified to measure high frequency cross-correlations between the two inputs by inserting a 
180° hybrid coupler before the square law detectors, thus measuring | (f/i — 1/2)'^ — {Ui + U2)'^\ ■ 
We have recently used the device to measure the autocorrelations of the current generated 
by a single electron source, thus demonstrating that it is the proper tool for probing the 
outcomes of gigahertz single charge electronics and electron quantum optics experiments. 
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